
An Anthrax
“Smoke” Detector
Online Monitoring of Aerosolized Bacterial Spores for
Rapid Detection and Fewer False Alarms

Endospores can be formed by certain
bacteria during times of stress or lack of

nutrients. This dormant bacterial form can
survive harsh conditions such as boiling,
freezing, and desiccation that readily kill
vegetative bacteria. Indeed, Bacillus
stearothermophilus and Bacillus subtilis
spores are used to check the performance
of autoclaves. Two spore-forming genera
of medical importance, Bacillus and
Clostridium, are the causative agents of
anthrax, tetanus, botulism, and gas gan-
grene. The fact that endospores are so du-
rable is the primary reason for
time-consuming and expensive steriliza-
tion procedures employed in hospitals,
canneries, and other food preparation fa-
cilities. Although the vegetative cells of
endospore-forming bacteria are most
commonly found in the soil, endospores
exist almost everywhere, including the at-
mosphere, where they are frequently car-
ried on dust particles.

Online monitoring of aerosolized bac-
terial spores is essential in locations such
as mail sorting, food preparation, and
healthcare facilities. Among the desired
characteristics for bacterial spore alarm
systems are online operation, minimal
maintenance, and few false alarms.
Methods for bioaerosol sampling [2], [3]
such as filtering, suspending, or impact-
ing, coupled to methods of monitoring
such as PCR analysis of gene segments,
culturing and analysis of the colonies us-
ing standard microbiolocal assays (e.g.,
shape, staining), pyrolysis-GC-IMS, or
fluorescence flow cytometry have been
reported. The PCR method requires ex-
tensive sample preparation prior to run-
ning the PCR reaction, and the procedure
for culturing requires an incubation pe-
riod of ~ 2 days; both methods require the
active participation of a technician. The
cost of labor, technical complexity of
PCR, and slow response time of colony

counting have prevented the widespread
application of these methods for monitor-
ing of bacterial spores in the air.

We and others [7]-[10] have investi-
gated methods for the rapid detection of
bacterial spores based on dipicolinic acid
(DPA) triggered terbium (Tb) lumines-
cence. The core of bacterial spores con-
tains up to 1 M DPA, which can be
released into bulk solut ion by
microwaving the sample. The released
DPA binds Tb ions with high affinity and
triggers intense green luminescence under
UV excitation. The luminescence inten-
sity can then be correlated to a DPA con-
centration and subsequently to bacterial
spore concentration. Here we report the
implementation of the terbium lumines-
cence assay in conjunction with an aero-
sol capture device, a microwave, and a
miniature lifetime-gated luminescence
spectrometer to enable unattended, online
monitoring of aerosolized bacterial
spores.

Materials and Methods
Stock solutions of purified Bacillis

subtilis spores were purchased from Ra-
ven Biological Laboratory (Omaha, Ne-
braska) and purified with three water
wash cycles after which no vegetative cell
fragments were seen with phase contrast
microscopy. Terbium(III) chloride
hexahydrate, 99.999%, and glycerol,
99.5% spectrophotometric grade, were
purchased from Aldrich (Milwaukee,
Wisconsin).

B. subtilis spores were aerosolized
with a Lovelace nebulizer system (InTox
Products, Albuquerque, New Mexico) to
simulate an anthrax attack. The instru-
ment for monitoring the concentration of
aerosolized bacterial spores consisted of a
bioaerosol sampler (SKC, BioSampler,
Eighty Four, Pennsylvania), a microwave
with temperature control (CEM Corpora-
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tion, Discover Microwave System,
Matthews, North Carolina), and a minia-
ture lifetime-gated fluorescence spec-
trometer with fiber-optic probe (Ocean
Optics, USB2000-FL-2048-element fluo-
rescence spectrometer and PX-2 - Pulsed
Xenon Flash Lamp, Dunedin, Florida).
The fiber-optic probe was made of PEEK
polymer to be compatible with probing
the glycerol solution within the micro-
wave cavity. The BioSampler was modi-
fied with a sidearm so that the fiber-optic
probe could be immersed into the glycerol
solution containing TbCl3. Glycerol was
used as the solvent because of its low vol-
atility and the high solubility of TbCl3 and
DPA in glycerol. Tubing with a T-connec-
tor to equilibrate the pressure to 1 atm.
was used to connect the output of the
Lovelace nebulizer to the BioSampler in-
let.

The Lovelace nebulizer was operated
at 25 psi, which gave rise to an aerosol
with an average droplet diameter of 5.5
µm. The nebulizer was filled with a 108

spores/ml B. subtilis suspension. The
BioSampler was operated at a flow rate of
12.5 liters/minute and was filled with 10
µM TbCl3 glycerol solution. While the
BioSampler continually sampled the air, a
cycle consisting of an 8-min microwaving
step at 140 °C, a 6 min cooling period, and
a 30 s luminescence measurement was
performed repeatedly, yielding a sam-
pling rate of ~4 measurements per hour.
Lifetime-gated luminescence spectra
were obtained with the following instru-
ment settings: delay time = 100 µs, inte-
gration time = 5 ms, number of averages =
100. For the timecourse experiment (Fig-
ure 4), the luminescence spectrum of 10
µM TbCl3 in glycerol solution prior to air
sampling was used as the background and
was subtracted from subsequent lumines-
cence spectra.

We chose the SKC Biosampler be-
cause of its high transfer efficiency
(>95%) for microbe-containing aerosols
and its all-glass construction, which
makes it compatible with microwave radi-
ation and allowed side-arm modification
for the fiber-optic probe. The CEM Dis-
cover microwave was chosen because it
has temperature control, an open micro-
wave cavity construction, and low power
consumption (~50 W to maintain 140 °C).

Results and Discussion
Dipicol inic acid (DPA,

2,6-pyridinedicarboxylic acid) is present
in high concentrations (up to 1 molar,

~15% of dry weight) in the core of bacte-
rial spores. For all known life forms, DPA
is unique to bacterial spores and can thus
be used as an indicator molecule for the
presence of bacterial spores. Microwave
radiation efficiently releases DPA from
the spore into bulk solution, which then
binds to terbium ions with high affinity,
triggering intense green luminescence un-
der UV excitation [7]-[10] (Figure 1).
Thus, the green luminescence turn-on sig-
nals the presence of bacterial spores, and
the intensity of the luminescence can be
correlated to the concentration of bacte-
rial spores.

The Bacterial Spore “Smoke” Detec-
tor instrument (Figures 2 and 3) consists
of three components: 1) An SKC
Biosampler for aerosol capture, 2) a CEM
Discover microwave for releasing the
DPA from the spores, and 3) an Ocean
Optics miniature lifetime-gated lumines-
cence spectrometer with a fiber-optic
probe immersed in the BioSampler TbCl3
glycerol solution. The fiber-optic probe
contains both fibers for excitation and lu-
minescence detection.

Lifetime gating drastically reduces the
chance of false negatives, which could
arise if the terbium luminescence is
masked by background fluorescence from
impurities. Lifetime gating takes advan-
tage of the fact that terbium luminescence
lifetimes are on the order of milliseconds,
while fluorescence lifetimes from impuri-
ties generally are on the order of nanosec-
onds. When the Ocean Optics
spectrometer is operated in lifetime gating
mode, the sample is excited with a short
Xe-lamp flash (FWHM ~5 µs and tailing
out to ~50 µs) and luminescence is de-
tected several microseconds after the
Xe-lamp flash, thus eliminating the back-
ground fluorescence.

Figure 4(a) shows the timecourse of
our online monitoring for aerosolized
bacterial spores with luminescence inten-
sity at 543.5 nm plotted against time. Each
data point was collected after a cycle of
microwaving and cooling. Microwaving
at 140 °C is required to release the DPA,
and cooling to 25 °C is necessary because
the luminescence intensity is drastically
reduced at high temperatures (Figure 5).
First, five data points of baseline were col-
lected (time = 0-63 min) while sampling
the air without a spore event. Then the
nebulizer was activated for 5 min to gen-
erate aerosolized bacterial spores, which
were directed to the inlet of the
BioSampler. The sixth data point (time =

81 min) clearly shows the presence of
Tb-DPA luminescence, thus signaling the
presence of bacterial spores. The lumines-
cence increases for two more heat-
ing/cooling cycles and then plateaus ~45
minutes after the initiation of the spore
event. Figure 4(b) shows the lumines-
cence spectra before (black line) and after
(red lines) the generation of aerosolized
bacterial spores. Clearly, the sig-
nal-to-noise ratio of 10, one cycle after
spore introduction, shows that we can de-
tect aerosolized spores with a response
time of 15 min.

Figure 6 shows the spore concentra-
tion dependence of the terbium lumines-
cence intensity at 543.5 nm. The samples
for each data point were microwaved at
140 °C for 8 min in a closed vessel to re-
lease ~100% of DPA into bulk solution. A
closed vessel ensured that no solvent was
lost due to evaporation and increased the
efficiency of DPA release. The data were
fit to a sigmoidal function with a near
uni ty correlat ion coeff ic ient of
R=0.99998. From this data we determined
that 1) the simulated spore event shown in
Figure 4 resulted in a spore concentration
of ~5.5×105 spores/ml, and 2) the sensi-
tivity and dynamic range are ~104

spores/ml and 4 orders of magnitude, re-
spectively.

Indoor airborne bacterial concentra-
tions have been reported to range from ~1
viable particle/liter in homes to 0.1 viable
particles/liter in offices. At a sampling
rate of 12.5 liters/minute and a sensitivity
of ~104 spores/ml, it would take more than
12 hours before these background con-
centrations give rise to a signal. In con-
trast, the Lovelace nebulizer generated a
total of ~106 spores at a density of
~1.8×104 spores/liter (sampling 12.5 li-
ters for 5 min) that were collected in the 20
ml glycerol solution of the BioSampler. If
an average person breathes in 0.5 liters of
air per breath, then a breath of this aerosol,
had it contained Bacillus anthracis
spores, would have delivered approxi-
mately the LD50 for an average person.
Thus, while background indoor spore
concentrations do not yield a signal
throughout a workday, a spore event like
the one simulated here will be recorded
within 15 min.

The overall instrument sensitivity was
not optimized in this initial investigation;
however, optimization of aerosol collec-
tion, spore lysing methods, and spectrom-
eter performance is envisioned. Methods
of spore lysing that do not require high
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temperature, such as sonication [13], [14]
and chemical extraction, are being aimed
to significantly increase the sampling rate.
While the measurements detailed above
do not distinguish between harmful and
innocuous bacterial spores, they do dem-
onstrate a novel alarm capability reminis-
cent of smoke detectors, which detect
smoke to warn us of a potential fire. This
alarm capability will enable rapid distinc-
tion of suspicious white powders that con-
tain bacterial spores from those that do not
without the need for a human operator.

Conclusions
We have demonstrated quantification

of aerosolized bacterial spores with a re-
sponse time of ~15 min, a sensitivity of
104 spores/ml, and a dynamic range of 4
orders of magnitude using a bioaerosol
sampler, a microwave, and a life-
time-gated fluorimeter. Ultimately, the
most attractive feature we have demon-
strated is the unattended monitoring of
aerosolized bacterial spores for the dura-
tion of a workday (~8 hours).
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1. (Left) A microscope image of a spore
(~1 m diameter) highlighting DPA rich
spore core. (Middle) Tb3+ ion (shaded
ball) by itself has a low absorption cross
section (<1 M-1cm-1) and consequently
has low luminescence intensity. Binding
of the light-harvesting DPA (absorption
cross section >104 M-1cm-1), which origi-
nated from the spore, gives rise to in-
tense Tb luminescence due to an
absorption, energy transfer, emission
mechanism. (Right) Two cuvets on a UV
lamp filled with 1-mM TbCl3 (Tb cuvet),
and 1-mM TbCl3 + 1- M DPA (Tb-DPA
cuvet), respectively. The amount of DPA
in the Tb-DPA cuvet corresponds to 106

spores/ml.
2. Picture of the instrumental setup con-
sisting of the Ocean Optics spectrometer
with fiber-optic probe attached to an
SKC Biosampler that is mounted into
the cavity of the CEM Discover micro-
wave.
3. Diagram of the instrumental setup.
4. (a) Timecourse of bacterial spore
monitoring. (b) Luminescence spectra
recorded (i) just prior to spore release,
(ii) less than 15 min, and iii)about 60
min after spore release.
5. CAPTION FOR WHAT WAS
SUPPL. FIGURE 1?
6. Spore concentration dependence of
terbium luminescence intensity at 543.5
nm.

CALL-OUTS
While background indoor spore concentra-
tions do not yield a signal throughout a
workday, a spore event like the one simu-
lated here will be recorded within 15 min-
utes.

Tthe most attractive feature we have dem-
onstrated is the unattended monitoring of
aerosolized bacterial spores for the dura-
tion of a workday
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